UNCLASSIFIED 


UNCLASSIFIED 


MCrnCEi  Hhen  goveisaeat  or  other  drawlogs,  speci¬ 
fications  or  other  data  are  used  for  any  puzpose 
other  lihan  In  connection  with  a  definitely  related 
government  procurement  operation,  the  U.  S. 
Govex^ment  thereby  incurs  no  responsibility,  nor  any 
obligation  idtatsoever;  and  the  fact  that  the  Govem- 
ment  may  have  formulated,  furnished,  or  In  any  vay 
supplied  the  said  drawings,  specifications,  or  other 
data  Is  not  to  he  regarded  by  Implication  or  other¬ 
wise  as  In  siny  manner  licensing  the  holder  or  any 
other  person  or  corporation,  or  conveying  any  rights 
or  permission  to  mnnufacture,  use  or  sell  any 
patented  Invention  that  may  in  any  vay  be  related 
thereto. 


FOREWORD 


The  work  reported  here  was  performed  by  Ktomics  Interna¬ 
tional  «  a  Division  of  North  American  Aviationi  under  the  auspices 
of  the  Department  of  Defense  through  the  Advanced  Kesearch  Project 
Agency.  Contract  AF  53(6l6)-679^t  issued  under  ARPA  Order 
No.  24-59t  Project  4?76,  "Materials  Thermal  Properties*"  was 


^  "I 


2yat.cin&  Teehuolojjy ,  Wright  Iiir  ve  iopmenr  Division,  with  Mr. 

Hyman  Marcus  acting  as  project  engineer.  This  report  covers 
work  conducted  from  February  1,  I96I  to  April  51*  1961. 

The  final  sections  of  this  report  deal  with  the  steady 
state  thermal  conductivity  of  titanium  carbide  and  the  specific 
heat  of  conductors  as  determined  by  pulse  techniques.  Major 
credit  for  the  authorship  of  those  sections  is  due  Mr,  R.  B. 
Taylor*  who  developed  the  pulse  techniques  and  performed  the 
measurements  reported  in  these  sections.  He  was  assisted  by 
Mr.  R.A,  Finch  and  Mr.  D.  C.  Robinson. 

The  project  is  indebted  to  Mr,  R,  S,  Carpenter  for 
technical  assistance  in  the  development  of  the  transient  thermal 
property  apparatus. 


i 


NOTICES 


When  Government  drawlngst  speelfloationst  or  other  data 
are  used  for  any  purpose  other  than  in  connection  with  a  definitely 
related  Government  procurement  operation,  the  United  States 
Government  thereby  incurs  no  responsibility  whatsoever;  and  the 


tact  that  the  Government  as 


any  way  suppliea  tne  said  drawings,  specifications,  or  Other  data, 
is  not  to  be  regarded  by  Implication  or  otherwise  as  in  any  manner 
licensing  the  holder  or  any  other  person  or  corporation,  or 
conveying  any  rights  or  permission  to  manufacture,  use,  or  sell 
any  patented  invention  that  may  in  any  way  be  related  hereto. 


^Jualified  requesters  may  obtain  copies  of  this  report  from 
the  Armed  Services  Technical  Information  Agency,  (ASTIA),  Arlington 
Hall  Station,  Arlington  12,  Virginia. 


Copies  of  WADD  Technical  Reports  and  Technical  Notes  should 
not  be  returned  to  the  Wright  Air  Development  Division  unless  re¬ 
quired  by  security  considerations,  contracturai  obligations,  or 
notice  on  a  specific  document. 


I  ■ ,  L..\u  Lt.ii'h  . . AiiiL..!  b uliltUliii.. 


ABSTRACT 


The  construction  of  an  autnmntic  recording  optical 
pyrometer  has  been  completed.  Tiiia  completes  the  apparatus 
for  measurement  of  transient  thermal  properties.  Preliminary 
results  of  the  testing  and  alignment  of  the  complete  apparatus 
indicate  that  modifications  must  be  made  on  the  heater  radiation 
shields  to  prevent  spurious  light  from  being  collected  by  the 
pyrometer.  / 

The  thermal  conductivity  of  titanium  carbide  was  measured 
over  the  temperature  region  400“C  to  1200®C.  The  steady  state 
radial  heat  flow  method  was  used.  The  conductivity  varies 
linearly  from  0.088  cal/sec  cm®C  at  500®C  to  0.109  cal/sec  cm®C 
at  1100°C.  These  results  are  in  marked  contrast  to  values  reported 
in  the  literature. 

The  techniques  and  apparatus  for  measuring  the  specific 
heat  of  brittle  conductors  by  pulse  heating  are  described.  Resis¬ 
tivity  and  specific  heat  data  for  uranium  silicide  of  several 
compositions  are  reported.  The  resistivity  and  specific  heat 
increased  with  increasing  silicon  content.  For  uranium  silicide 
containing  ^.8%  silicon,  the  resistivity  increased  from  56 
microhm-cm  at  O'C  to  75  microhm-cm  at  750®C  and  for  uranium  silicide 
containing  5.9^  silicon,  the  resistivity  increased  from  8l  microhm- 
cm  at  0®C  to  111  microhm-cm  at  800®C.  The  specific  heat  for  the 
3>8%  material  is  given  by  ®pb5,16  x  10”^T  +  ,0412  cal/gm  ®C  from 
50  to  450®C  and  for  the  material  ®picl6.1  x  10“S+  0.0455  cal/gm 

®C  from  50®  to  715“C.  T  is  in  ®C. 
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I  INTRODUCTION 


The  primary  purpose  of  this  program  is  to  measure  and 
understand  the  high  temperature  thermal  properties  of  re¬ 
fractory  materials  such  us  the  carbides,  borides,  and  nitrides 
of  zirconium,  titanium,  tantalum,  and  tungsten. 

This  quarterly  progress  report  covers  the  period  from 
February  1,  I96I  to  April  31,  1961. 

At  this  writing,  construction  of  a  working  model  of  the 
optical  recording  pyrometer  to  be  used  for  transient  temperature 
measurements  has,  been  completed.  Preliminary  results  of  the 
testing  and  alignment  of  the  instrument  are  given  in  section  II, 
The  thermal  conductivity  of  titanium  carbide  has  been 
measured  from  to  1200*C.  The  measurements  were  taken  by 

means  of  well-established  steady  state  apparatus.  The  data 
and  discussion  are  presented  in  section  III. 

A  method  for  the  measurement  of  specific  heats  of  brittle 
conductors  has  proved  to  be  satisfactory.  The  method  is  generally 
applicable  for  materials  such  as  the  carbides,  silicides,  and 
nitrides,  and  can  be  used  from  near  absolute  zero  to  the  melting 
point.  The  results  and  discussion  for  measurements  on  silicides 
of  uranium  are  given  in  section  IV. 
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II  STATUiJ  REPOHT  ON  TRANSIENT  THERMAL  PROPERTY  TECHNIQUE 

The  description  of  the  transie'nt  thermal  property  apparatus, 
exclusive  of  the  optical  pyrometer,  has  been  given  in  a  previous 
report, During  this  reporting  period,  a  working  model  of  the 
pyrometer,  constructed  specifically  for  application  with  the 
transient  apparatus,  has  been  completed.  A  photograph  of  the 
instrument  with  associated  electronics,  is  shown  in  Figure  1. 

Detailed  description  of  the  design  principals  for  the  pyrometer 
have  been  given  by  Vawter^^^  and  Nutter. The  working  model 
is  presently  being  tested  and  adjusted  for  optimum  stability  and 
response . 

For  transient  temperature  measurements,  in  the  present 
arrangement,  the  pyrometer  is  required  to  view  the  radiation 
emanating  from  a  0.046  inch  hole  at  a  distance  of  about  5  feet. 

This  situatiopp  is  nearly  at  the  limit  of  the  resolution  of  the 
pyrometer.  It  has  been  observed  during  testing  that  spurious 
light  originating  from  outside  the  site  holes  in  the  heater  cavity^^\ 
is  collected  by  the  pyrometer.  To  obviate  this  difficulty,  the 
heater  cap  and  radiation  shields  are  being  redesigned.  It  is 
intended,  at  this  writing,  to  mount  two  0.059  inch  O.D.  tubes  of 
0.001  inch  wall  thickness,  in  the  heater  cap.  The  tubes  will  fit 
directly  into  the  sample  sight  holes  and  project  upward  through  the 
cap  so  that  only  light  originating  within  the  sight  holes  will 
emanate  from  the  ends  of  the  tubes  and  be  collected  by  the 
pyrometer. 


-2- 


Ill  THSHMAL  CONDUCTIVITY  OF  TITANIUM  CARBIDE 

The  thermal  conductivity  of  ti.tanium  carbide  was  measured 

by  the  steady  state  radial  heat  flow  method.  The  technique  has 

('+) 

been  described  in  deLail  in  the  literature.  In  the  present 

c.nse.  the  sample  is  in  the  fo:'i  of  a  right  circular  cylinder, 

\ 

three  inches  in  length.  The  outside  diameter  is  two  inches  and 
the  inside  diameter  1/2  inch.  By  means  of  a  graphite  helix,  heat 
is  supplied  to  the  outer  surface  of  the  sample.  Through  the  center 
of  the  sample,  along  its  axis,  is  mounted  a  water  flow  heat  sink 
so  that  heat  flows  inwardly  through  the  sample  along  a  radial  temp¬ 
erature  gradient  of  circular  isotherms.  Only  the  radial  heat 
flow  through  a  small  portion  at  the  longitudinal  center  of  the 
specimen  is  measured.  In  the  present  case,  the  section  is  one 
inch  in  length.  This  heat  flow.q,  is  determined  by  measuring  the 
temperature  rise  and  flow  rate  of  the  cooling  water  in  the 
cooresponding  section  of  the  heat  sink.  The  radial  temperature 
gradient  AT,  is  determined  by  measuring  the  temperature  at  two 
different  radii  through  holes  penetrating  to  the  longitudinal 
center  of  the  sample  from  the  upper  end.  Longitudinal  heat  flow 
and  end  effects  in  the  sample  are  minimized  by  using  guard  rings  and 
thermal  insulation  at  the  ends  of  the  sample.  The  thermal  con¬ 
ductivity  at  any  temperature  is  then  given  by  the  relation: 

^2 

k  =  q  ln(--) 


(1) 


where  r^^  and  are  the  radii  of  the  Inside  and  outside  sight 
holes  respeotively,  and  1.  is  the  length  of  the  seotlon  (one  inch) 
in  which  the  heat  flow  was  measured.  Temperature  measurements 
were  made  at  three  locations  on  each  radius  to  detect  any  de¬ 
parture  of  the  isotherms  from  circular  symmetry.  If  a  serious 
departure  was  observed,  the  run  was  terminated  and  the  sample 
relocated  in  the  furnace.  Slight  departures  were  usually  noted 
out  an  average  of  the  readings  at  each  radius  minimized  this  effect 
The  apparatus  is  capable  of  measurements  up  to  about 
S^OO^C.  At  present,  measurements  have  been  completed  from 
400®C  to  1200*C  and  at  this  writing  are  being  extended  to 
higher  temperatures. 

The  present  data  are  shown  in  Figure  2.  The  conductivity 
of  Tie  was  found  to  increase  from  0.088  at  500®C  to  0.109  cal/sec 
cm  °C  (cur’>«  1),  These  results  are  in  marked  contrast  to  values 

(  c) 

reported  by  Vasilos  and  Kingery  (curve  5).  which  shows  the 
conductivity  of  TiC  decreasing  from  0.028  to  0.010  cal/sec  cm  ®C 
over  the  same  temperature  interval. 

Shown  also  in  Figure  2,  Is  the  electronic  contribution 
to  the  thermal  conductivity  (curve  2).  This  has  been  calculated 
from  the  Wledeman-Franz  relationship.  As  may  be  seen  in  Figure 
2.  the  electronic  conductivity,  at  the  higher  temperatures, 
exceeds  the  values  reported  by  Vasilos  and  Kingery. 


One  may  rof^ard  tiie  calculated  electronic  contribution  to  the 
thermal  conductivity  as  representing  a  lower  limit  to  the  total 
conductivity.  On  this  basis,  the  data  of  Vasilos  and  Kingery 
can  not  be  understood.  On  the  other  hand,  it  is  known  that 
variations  in  the  compositions  of  the  refractory  materials  may 
cause  variations  in  the  observed  properties,  i'er  this  reason, 
chemical  and  x-ray  analysis  of  the  samples  are  being  carried 
out  to  shed  light  on  these  discrepencies. 
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A  foh  MiiAsuRir;G  the  ei-ecieic  heat 

OF  BRITTLE  CONDUCTORS :  -URANIUM  SILICIDES 

Initial  atudies  of  the  feasibility  of  measuring  the  specific 

heat  of  eiect/'ical  conductors  by  pulse  heating  demonstrated  that 

accurate  results  can  readily  be  obtained  on  metallic  samples  from 

(7) 

near  absolute  zero  to  their  melting  temperatures.  In  these 

studies  wire  sai.-.ples  of  molybdenum,  tantalum,  and  rhenium  were 
rapidly  heated  to  high  temperatures.  Heating  rates  varying  from 
10-00  to  60.000°C  per  second  were  used.  Expansion  loops  were 
incorporated  into  the  sample  and  no  thermal  stress  problems  arose, 
i’owever.  attempts  to  use  this  method  on  brittle  non-metals*  such  as 
carbides,  we^re  not  successful  due  to  sample  failure  during  rapid 
heating. 

The  primary  purpose  of  the  present  work  was  to  investigate 
the  reasons  for  failure  and,  if  possible,  to  develop  techniques 
and  hardware  suitable  for  pulsing  brittle  conductors.  Uranium 
silicide  was  chosen  as  the  test  material  because  its  brittleness 
is  controlled  by  the  percentage  of  silicon  present.  Therefore, 
attempts  to  pulse  heat  the  material  could  be  tried  on  less  brittle 
samples  and  as  techniques  and  hardware  improved,  the  test  could 
be  conducted /»n  samples  of  increased  brittleness.  The  data  ob¬ 
tained  while  developing  the  techniques  were  found  to  be  of  general 
interest  and  are  incorporated  as  a  significant  portion  of  this  report. 


Uranium  slllclde  aamplea  were  prepared  by  arc  melting  and 
casting  weighed  amounts  of  uranium  and  silicon.  Chemical 
analysis  were  performed  on  the  cast  material  to  correct  for  the 
loss  of  silicon  due  to  vaporization.  Sample  histories  are  given 
in  Table  1.  Three  compositions  were  used.  silicon  (O^Si). 
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A.  Experimental  Apoaratus  and  Procedure 

The  specific  heat  apparatus  is  described  in  detail 


and  onlv  a  brief  description  will  be  pre¬ 


sented  here.  The  apparatus  is  pictured  in  Figure  J.  The  sample, 
which  is  contained  in  a  vacuum  chamber,  is  connected  in  series 
with  a  relay,  a  bank  of  batteries,  a  standard  resistor,  and  a 
variable  resistor.  When  the  relay  is  closed,  a  surge  of  current 
fit. vs  through  the  circuit  heating  the  sample.  The  heating  rates, 
which  may  be  varied  from  1000®  to  50.000®C  per  second,  are  de¬ 
termined  by  the  number  of  batteries  used  and  the  value  of  the 
variable  resistor.  The  duration  of  the  pulse  is  controlled  by 
a  timing  circuit  and  will  terminate  when  the  sample  melts  or 
at  any  preselected  time  short  of  melting. 

The  voltage  drop  across  the  central  portion  of  the  sample 
and  the  current,  measured  as  the  voltage  drop  across  the  standard 
resistor,  are  recorded  as  a  function  of  time  by  photographing  the 
traces  on  a  dual  beam  oscilloscope.  At  any  instant  the  voltage 
and  current  may  be  determined  from  the  photograph.  A  vernier- 
microscope  is  used  to  measure  .he  voltage  and  current  at  definite 
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SAMPLE  HISTORIES 


j' 

^  TJ 

c/  OA 

/U 

»s  —  J  A  ^ 

t.^CAAOJ.  KHi/  CC 

Composition 

53? 

96.2 

3.8 

l4.s 

IT  ci-j  ■♦■ 

535 

96.2 

3.8 

14.3 

U,  Si'*’ 

3 

539 

94.1 

5.9 

12.9 

U,Si*+U,Si 

^  j 

?-8o6 

92.7 

7.3 

12.1 

+  UjSi 

tetragonal 

body  centered  tetragonal 

time  intervals  and  the  specific  resistance  at_each_time_interval 

A  ^ 

in  calculated  from  the  relationship  pa~  ^  where  A  is  the 
crces-seotional  area  of  the  wire«  L  is  the  distance  between 


voltage  probes  and  E  and  I  are  the  voltage  and  current  respectively. 
The  specific  heat  at  any  temperature  T  is  given  by  the  expression: 


_,£f 

““dt 


where  is  in  cal/gm  sec,  J  is  4,l86  watts/cal  sec,  D  is  the 

f 

diameter  of  the  specimen,  d  is  the  density,  4“  is  the  temperature 
dependence  of  the  resistivity  at  temperature  T  and  ^  is  the  rate 
of  change  of  the  resistivity  at  the  resistance  corresponding 
to  T.  This  approach  presupposes  knowledge  of  the  resistance  as 
a  function  of  temperature  which  was  obtained  by  the  standard 
potential  drop  method.  An  IBM  ?09  cornputor  was  used  to  smooth 
the  measured  voltages  and  currents  and  to  calculate  the  resistivity, 
its  derivative  and  the  specific  heat. 

Although  this  method  proved  very  satisfactory  for  metal 
wires,  brittle  samples  failed  during  the  pulse  heating.  Studies 
indicated  that  sample  failures  were  caused  by  three  mechanisms; 
stresses  arising  from  thermal  expansion,  stresses  arising  from 
torque  caused  by  the  surge  of  current,  and  arcing  from  the  current 
contacts  to  the  sample.  The  use  of  flexible  leads  allowed  for 
thermal  expansion  but  increased  the  torque  problem.  Consequently, 
it  was  necessary  to  employ  rigidly  mounted  pistons  which  permitted 
the  sample  to  expand  and  contract  freely  in  one  direction  while 
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maintaining  a  current  path  nuitable  for  carrying  the  several 
thousand  amperes  required  to  heat  the-  specimens.  The  use  of 
these  pistons  Eliminated  thermal  stress  and  torque  problems. 
However,  arcing  at  the  sample-to-piston  contacts  proved  to  be  a 
severe  problem  which  could  not  be  overcome  by  various  clamping 
techniques.  Arcing  occurred  at  or  near  the  end  of  the  clamps, 
especially  if  tight  tolerances  between  the  sample  and  contact 
were  not  maintained.  Although  precise  machining  apparently 
would  overcome  this  difficulty,  this  is  very  difficult  to 
accomplish  on  brittle  materials  and  alternate  approaches  were 
sought.  The  method  which  proved  most  satisfactory  involved 
nickle~plating  the  ends  of  the  specimen  and  soft  soldering  the 
sample  to  the  holders.  The  solder  melts  during  pulse  heating 
to  high  temperatures  but  this  causes  no  difficulty  except  to 
plate  the  walls  of  the  vacuum  chamber  with  a  metallic  film, 

A  photograph  of  a  mounted  sample  and  an  exploded  view  of  a 
piston  is  shown  in  Figure  h.  With  this  arrangement  is  was 
possible  to  pulse  heat  uranium  silicide  samples  repeatedly. 

Huns  were  also  made  successfully  on  the  carbides  of  zirconium 


and  titanium. 


a.  Sxperimental  Results  and  Diocussion 


1.  iilectrical  resistivity 

Initial  attempts  to  measure  the  electrical  resistivity 
proved  unfruitful  because  of  the  marked  tendency  of  the  resistance 
Lo  change  with  temperature,  .’''ff-iir  several  cyclings  to  f-QO^C  and. 
a  24  hour  ann^eal  to  300“C  the  resistivity  of  the  3.8  and  5.9<^ 
sa.mples  stabilized.  However,  the  resistivity  of  7.3/^  material 
continued  to  drift. 

The  final  values  for  3*8^  and  5.9>6  samples  euid  the  last 
measurements  on  the  7.3'.'^  sample  are  shown  in  Figure  5.  From  this 
figure  it  may  oe  seen  that  the  resistivity  of  uranium  silicide 
increases  with  increasing  silicon  cotitent  and  that  the  resistivity 
tends  to  become  constant  at  the  higher  temperatures.  As  presently 
conceived,  it  is  necessary  that  the  resistivity  change  with 
temperature  in  order  to  obtain  specific  heat  results.  Therefore, 
the  specific  heat  of  the  material  should  not  be  accurately 

obtained  above  500®C. 

2.  Specific  Heat 

The  data  from  three  runs  on  sample  533  and  one  run  on 
sample  555  (both  3.8jSa  Si)  were  reduced  and  calculated.  The  specific 
heats  of  both  specimens  increased  lineally  with  temperature  and 
are  given  by; 

Cp  =  3.16  X  lO'S  +  0.0412  cal/gm  ’C  from  50  to  430“C 
where  T  is  in  ®C. 
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A  total  of  118  data  points  were  obtained  and  all  were  within  55b 
of  the  curve  shown.  The  data  from  two  runs  on  sample  539  were 
reduced  and  computed.  The  specif ic ' heat  of  this  specimen  was 
ff.uad  ti,  increase  lineally  with  temperature  and  to  be  expressed 

u-  r  r.  lu.l  X  1C“*^T  -f  0.0455  cnlAm  °C  from  50  to  715°C. 

P 

A  total  of  70  data  points  were  obtained  and  all  were  within  6% 
of  the  curve  shown  in  rigure  6. 

The  speciific  heat  of  uranium  silicide  increases  with 
increasing  silicon  content  as  expected  from  simple  considera¬ 
tion..  basau  v,n  the  OuLong-Petit  law.  Values  of  the  specific 
heat  of  various  uranium  silicides  calculated  from  this  law  are 
presented  in  Table  II.  The  3.S?o  material  corresponds  to  Si* 
the  7.35i  material  corresponds  to  and  the  5.956  material 

represents  a  two-phase  system  of  Si2  and  U  Si^.  Based  on  the 
phase  diagram  for  the  uranium-silicon  system^  ^  the  specific 
heats  of  these  materials  should  show  no  ano.malies  up  to  930°C,  which 
is  beyond  the  range  that  the  measurements  were  made.  The  temp¬ 
erature  region  was  limited  by  restrictions  on  the  resistivity 
furnace.  Although  only  minor  modifications  were  necessary  to 
extend  the  range,  the  major  objective  of  the  present  work  was  the 
development  of  specific  heat  techniques  and  therefore,  no  efforts 
were  undertaken  to  obtain  resistivity  data  at  high  temperatures. 


TABLE  II 


CALCULAT.::)  SPECIKIJ  HAATJ  OK  URANIUM  JILICIDE3 


Compound 

Formula  .VeiKht 

Number  of  Atoms 

opecific  Heats 

U 

258 

1 

0.0269 

U ..  3i 
:> 

7^2 

4 

0.0359 

:)  2 

770 

5 

0.0416 

U  3i 

266 

2 

0.0482 

U  3i2 

294 

3 

0.0653 

*  Calculated  from  C  =  6.4  x  number  of  atoms 

Formula  weight 


I'htf  chief  difficulties  in  obtaining  specific  heat  results 

on  uranium  silicide  by  the  present  approacu  are  connected  with 

its  resistivity.  In  the  case  of  the  70-v  material  the  resistivity 

did  not  stabilize  and  in  the  case  of  the  material,  the 

ohange  in  resi'-iivity  with  temperature  approaches  zero  at  the 

higher  temperature.  therefore,  the  specific  heat  of  the  7-Ji% 

material  could  not  be  measured  at  any  temperature  and  the  specific 

heat  of  the  3-Sa  samples  could  not  be  measured  above  500“C. 

During  the  initial  work  on  metals  a  method  of  directly  measuring 

the  rate  of  change  of  temperature  was  explored  and  found  to  be 
(7'i 

feasable.  iVhen  this  quantity  is  measured  directly,  the 

requirements  ^hat  the  resistivity  as  a  function  of  temperature 
be  known,  that  it  be  reproducible,  and  that  it  not  approach 
zero  are  no  longer  applicable.  Therefore,  the  use  of  this  method, 
which  is  based  on  the  sample  acting  as  the  thermocouple  junction, 
may  allow  the  measurement  of  the  specific  heat  in  those  cases 
where  it  cannot  be  determined  by  the  present  procedure. 
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Figure  4.  Closc-up  of  Mounted  Sample 
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Figure  5.  Resistivity  of  Uranium  Silicide 
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